ARM WRAP (HALF ARM, NON-SEGMENTAL), UNFILLED, SINGLE PATIENT USE

WARNING/CAUTION

⚠️ Prolonged exposure to cold has a potential to cause injury to tissue. There is a potential for cold injury even when providing cooling within the prescribed treatment. Please consult your medical practitioner for therapy setting, duration and frequency of treatment.

⚠️ If unusual swelling, irritation, skin discoloration or discomfort occurs, immediately discontinue use of the VascuTherm unit and consult your healthcare professional.

⚠️ For more information and warnings/cautions, please consult the User Manual. If the User Manual is not provided, please contact the provider or ThermoTek, Inc (972.874.4949 or 214.502.8800)

APPLICATION INSTRUCTIONS:

授予亲与，非 segmental），未填充，单患者使用

警告/注意

⚠️ 长时间暴露在寒冷中有潜在的伤害组织的风险。在规定的治疗内提供冷却也会有潜在的伤害。请咨询您的医疗提供者进行治疗设置，持续时间和频率的治疗。

⚠️ 如果出现异常肿胀、刺激、皮肤变色或不舒适，立即停止并咨询您的医疗提供者。

⚠️ 详情请参阅用户手册。如果没有用户手册，请联系提供者或ThermoTek，Inc (972.874.4949或214.502.8800)

警告声明：

预期用途：一次性治疗包裹用于单个患者使用，仅在单个患者治疗期间使用。

警告：禁止再使用或重复使用。不要用于多个患者。

应用说明：

・将治疗包裹在液体上，将手臂放入包裹中。
・将治疗包裹环绕手臂并用钩环部分牢固固定。
・将脐带管连接到治疗包裹上。快速断开连接器将发出“咔哒”声，表示连接已固定。

充液步骤：

・将单元充满液体。
・将包裹连接到单元上。将包裹的两个公接头插入单元的女接头中。
・打开单元。
・液体应该出现在包裹的透明管中。如果没有出现液体，停止并重新打开单元直到液体可见。
・检查单元中的液体，同时单元正在运行。如果储液器出现液体，为较大的包裹，需要重复几次。
・运行单元直至包裹中气泡的透明管中最小或不明显。
・请参阅适当的手册以获得详细说明。

推荐存储协议：

・存储在50-80°F（室温）
・按先进先出原则更新库存。

警告/注意

警告/注意：长时间暴露在冷中有潜在的伤害到组织的风险。在提供冷却在规定的治疗内有潜在的伤害。

警告：禁止再使用或重复使用。不要用于多个患者。

应用说明：

・将治疗包裹在液体上，将手臂放入包裹中。
・将治疗包裹环绕手臂并用钩环部分牢固固定。
・将脐带管连接到治疗包裹上。快速断开连接器将发出“咔哒”声，表示连接已固定。

充液步骤：

・将单元充满液体。
・将包裹连接到单元上。将包裹的两个公接头插入单元的女接头中。
・打开单元。
・液体应该出现在包裹的透明管中。如果没有出现液体，停止并重新打开单元直到液体可见。
・检查单元中的液体，同时单元正在运行。如果储液器出现液体，为较大的包裹，需要重复几次。
・运行单元直至包裹中气泡的透明管中最小或不明显。
・请参阅适当的手册以获得详细说明。

推荐存储协议：

・存储在50-80°F（室温）
・按先进先出原则更新库存。

警告/注意

警告/注意：长时间暴露在冷中有潜在的伤害到组织的风险。在提供冷却在规定的治疗内有潜在的伤害。

警告：禁止再使用或重复使用。不要用于多个患者。

应用说明：

・将治疗包裹在液体上，将手臂放入包裹中。
・将治疗包裹环绕手臂并用钩环部分牢固固定。
・将脐带管连接到治疗包裹上。快速断开连接器将发出“咔哒”声，表示连接已固定。

充液步骤：

・将单元充满液体。
・将包裹连接到单元上。将包裹的两个公接头插入单元的女接头中。
・打开单元。
・液体应该出现在包裹的透明管中。如果没有出现液体，停止并重新打开单元直到液体可见。
・检查单元中的液体，同时单元正在运行。如果储液器出现液体，为较大的包裹，需要重复几次。
・运行单元直至包裹中气泡的透明管中最小或不明显。
・请参阅适当的手册以获得详细说明。

推荐存储协议：

・存储在50-80°F（室温）
・按先进先出原则更新库存。
WARNINGS/CAUTIONS:

- Carefully read user instructions and warnings prior to operation.
- A licensed healthcare practitioner must select the correct temperature setting. Patients vary in sensitivity to cold. A regular check of the temperature must be made once it has been established for the patient. Caution should be taken during prolonged use, for children, diabetics, incapacitated patients, and those with decreased skin sensitivity or poor circulation.
- Due to individual differences in sensitivity and susceptibility to cold, patient’s skin should be frequently observed. Follow instructions of your physician for length, frequency and duration of treatment.
- Prolonged exposure to cold has a potential to cause injury to tissue. Please consult your medical practitioner for therapy setting, duration and frequency of treatment. There is a potential for cold injury even when providing cooling within the prescribed treatment.
- If unusual swelling, skin discoloration or discomfort occurs, immediately discontinue use of the VascuTherm unit and consult a healthcare professional.
- These products are to be fitted initially by a healthcare professional that is familiar with the purpose for which they are used. The healthcare professional is responsible for providing wearing instructions and precautions to other healthcare professionals, care providers involved in the patient’s care, and the patient. If unusual swelling, skin discoloration or discomfort occurs, use should be discontinued and a healthcare professional consulted.
- A therapy wrap with therapy unit should be used in a medical facility or clinical environment with direct healthcare provider supervision. If the prescribing healthcare practitioner determines it is appropriate for a patient to use the therapy wrap at home, the healthcare practitioner must provide the patient with adequate and appropriate instructions for use of the device. Further, the healthcare practitioner must monitor the patient’s use of the device to assure appropriate use of the device and appropriate application of therapy.
- Do not wrap the therapy wrap so tightly as to restrict blood or fluid flow. Do not use pins to secure the therapy wrap or hoses.
- Non-sterile therapy wraps should not be directly applied to an open wound. Do not use wrap directly over breached skin.
- Do not attempt to sterilize a non-sterilized wrap by any means.
- Dressings used under the therapy wrap should be applied lightly.
- This product should not be used during the inflammatory phlebitis process or during episodes of pulmonary embolism, congestive heart failure, pulmonary edema, suspected deep vein thrombosis, acute inflammations of the veins (thrombophlebitis), decompensated cardiac insufficiency, arterial dysregulation, erysipelas, deep acute venal thrombosis (phlebothrombosis), carcinoma and carcinoma metastasis in the affected extremity, decompensated hypertonia, acute inflammatory skin diseases, infection, venous or arterial occlusive disease or in any instances where increased venous and lymphatic return is undesirable. Use with caution on an extremity which is not sensitive to pain. Individuals with extremely low blood pressure should check with their doctor before using ThermoTek products.
- Cold therapy should not be used by patients with Raynaud’s Disease, poor peripheral circulation, diabetes, decreased skin sensitivity or hypersensitivity to cold.
- Do not allow the therapy wrap or hoses to contact sharp objects.
- All therapies using compression must be turned OFF when the unit is not in use or the wrap is removed from the patient for prolonged periods or for repositioning of the wrap.
- Do not use wraps near open flame.
- Do not smoke while therapy wraps are in use.
- Clean exposed surfaces of the therapy wrap with either a mild anti-bacterial soap and water solution or an isopropyl alcohol and water solution. Do not use bleach on therapy wraps. Disposable therapy wraps are designed for single patient use only and may be used on the same patient for the length of treatment.

WARRANTY INFORMATION: ThermoTek Single Patient Use Products:

For Warranty Information, please see the applicable Therapy System Operators Manual.

Patents: www.thermotekusa.com/patents